[Optimal system of operating the MPU-D-02 machine for washing and disinfection of nursing care equipment].
The authors review different designs of the nozzles for washing assemblies and the possibilities of their use in a washing machine during the washing of bedpans, child pots and urinals. Define optimal variants of the nozzles and their distribution relative to a bedpan and a urinal. Delineate the effect of tap water pressure and temperature on the quality of contamination wash-out from medical appliances as well as tap water consumption required for different designs of the nozzles at varying water pressures and temperatures. Provide the technical characteristics and describe the mode of operation of the machine for washing and disinfection of nursing appliances.